The standards that establish water's quality criteria for human consumption include organoleptic analysis. These analyses are performed by taste panels that are not available to all water supply companies with the required frequency. In this work, we propose the use of an electronic tongue to perform organoleptic tests in drinking water. The aim is to automate the whole process of these tests, making them more economical, simple, and accessible. The system is composed by an array of electrochemical microsensors and chemometric tools for multivariable processing to extract the useful chemical information. The array of sensors is composed of six Ion-Sensitive Field Effect Transistors (ISFET)-based sensors, one conductivity sensor, one redox potential sensor, and two amperometric electrodes, one gold microelectrode for chlorine detection, and one nanocomposite planar electrode for sensing electrochemical oxygen demand. A previous study addressed to classify water samples according to taste/smell descriptors (sweet, acidic, salty, bitter, medicinal, chlorinous, mouldy, and earthy) was performed. A second study comparing the results of two organoleptic tests (hedonic evaluation and ranking test) with the electronic tongue, using Partial Least Squares regression, was conducted. The results show that the proposed electronic tongue is capable of analyzing water samples according to their organoleptic characteristics, which can be used as an alternative method to the taste panel.
Introduction
Quality control of drinking water is associated with the analysis of different parameters, and organoleptic characteristics [1] . The organoleptic quality is defined as the result of evaluating water based on smell, taste, color, and turbidity. If the water has an unusual taste or smell (or it is cloudy or colored), it can be interpreted as a health risk and a problem in the water source, its treatment, or in the water network. Therefore, water companies are aware that people are becoming more demanding regarding the sensory quality of water.
The methodology for analyzing the sensory quality of water is based on the use of descriptors. This is the technical term used to define the characteristics that are perceived by the senses of taste and smell in the presence of certain compounds. Determining chemical substances related to the different descriptors in water can present analytical difficulties because they are often present at very low concentrations. They can also come from different sources. For example, geosmin and 2-methylisoborneol compounds related with earthy and mouldy descriptors, respectively, are both results using PLS regression. The results demonstrate the capability of the proposed system to classify water samples according to their organoleptic characteristics.
Materials and Methods

Reagents and Solutions
All reagents used were of high purity, analytical grade or equivalent. All solutions were prepared with de-ionized water from the IMB-CNM facilities. For ISFET calibration, stock solutions with ionic salts of concentrations of 10 −4 , 10 −2 , and 1.0 M were prepared. In the case of those sensitive to Na + and Ca 2+ cations, the corresponding chloride salts were used. For Cl − , CO 3 2− ISFETs and the generic to anions, solutions of NaCl, NaHCO 3 and KNO 3 , respectively, were prepared. For the pH ISFET calibration, a universal buffer solution containing 0.04 M boric acid, 0.04 M acetic acid, 0.04 M phosphoric acid, and 0.1 M KNO 3 was prepared. For the amperometric gold electrode, a solution containing 0.1 M KNO 3 was used for electrochemical activation, and a 0.2 M PBS pH 5.5 solution was prepared for the water analysis. In order to calibrate the conductivity sensor, two different standard solutions from Crison (Hach Lange, Barcelona, Spain), with nominal values of 1,413 and 147 µS/cm (at 25 • C), were utilized. Two standard redox solutions from Panreac (Barcelona, Spain), with values of 468 and 220 mV (at 25 • C vs. Ag/AgCl) were used to test the ORP sensor. Finally, for the analysis with the electrochemical oxygen demand electrode, a 0.2 M NaOH solution was prepared.
Synthetic Water Samples
First we performed a study to evaluate the electronic tongue's response in synthetic water samples. A solution without any taste or smell (flavor-free water) was used as background in all the synthetic samples. The chemical composition of this solution is shown in Table 1 , based on a 1:1 mixture of water from the plant of reverse osmosis (RO) of the water supplier company "Mina Pública d'Aïgues de Terrassa, S.A." (Aïgues de Terrassa), and water from the outlet of the drinking water treatment plant (DWTP) located in Abrera (Barcelona, Spain). To study the organoleptic characteristics, eight chemical substances were used as taste/smell descriptors-these substances are commonly used by taste panels as reference standards, although not all of them have been identified in real events of flavors detected in water [3] . Two levels of concentration were set for each descriptor and cross-effects were not considered. The high level related to the taste/smell threshold of concentration that establishes the Flavor Profile Analysis [4] , while the low level is half of that threshold. Thus, 16 synthetic samples were prepared as shown in Table 2 . These samples were prepared with the flavor-free water as a background, therefore they all have at least 200 mg/L NaCl. 
Drinking Water Samples
The system was also evaluated with real samples of drinking water, provided by Aigües de Terrassa. The set consisted of 15 samples, which showed a great variability in order to ensure a broad experimental domain. In fact, these waters can be classified into four different groups:
• Two bottled natural waters, from Aigua de Ribes (Manantial Fontaga S.A., Ribes de Freser, Girona, Spain) and Font Vella (Aguas Danone S.A., Sant Hilari Sacalm, Girona, Spain).
•
Mixtures of water from the RO plant and water from the outlet of DWTP, at four different proportions: 25% RO + 75% DWTP, 50% RO + 50% DWTP, 75% RO + 25% DWTP, and 100% DWTP.
Tap waters from seven sampling points; two of them at the entrance to the distribution network (Llobregat river origin and Mina from the public water mine of Terrassa), and five different towns within the network (Viladecavalls, Rellinars, Cardona, Vacarisses and Les Fonts), all located in the province of Barcelona, Spain.
Two waters prepared by mixture of the above: 50% Mina + 50% Cardona and 75% Llobregat + 25% Aigua de Ribes.
All these waters were previously analyzed by an accredited laboratory of the water supplier company (Laboratori Ambiental, Mina Pública Aigües de Terrassa, Terrassa, Spain) using standard methods [4] . The following chemical parameters were analyzed: nitrate, chloride and sulphate were determined by ionic chromatography; sodium, potassium, magnesium, and calcium were determined by inductively-coupled plasma optical emission spectrometry (ICP-OES); combined chlorine, free chlorine, and total chlorine were determined by UV-Vis spectrophotometry; bicarbonate and alkalinity were determined by acid-base titration; hardness was calculated from the calcium and magnesium concentrations; pH was determined by potentiometry using a glass-electrode, conductivity was determined by conductometry and Langelier index was calculated from the pH, temperature, hardness, and alkalinity values (Table 3 ). These parameters classify samples according to their chemical composition and allow for comparison of the results with those from the electronic tongue. 
Organoleptic Analysis by a Taste Panel
These waters were also tested organoleptically at Aigües de Terrassa by a panel formed of 14 members, who have a great deal of experience as water tasters. Following an internal procedure, the samples were kept at 25 • C, and each panel member took 50 mL in a glass. The taster then took a small amount in his/her mouth, passing it over the tongue surface. After a few seconds, the water was expelled into a recipient and the results were noted down. For this study, two acceptance tests were performed by the panel: a ranking test, where the samples were ranked (from the first to the fifth), taking the taster's preference as the only criterion; and a hedonic evaluation, where the tasters are asked to score their satisfaction upon tasting on a scale from 1 (Dislike extremely) to 10 (Like extremely). The tasting was carried out over three days, using five water samples with different chemical compositions each time. The first day, the samples tested were Aigua de Ribes, Les Fonts, Vacarisses, Mina and Llobregat; the second day Rellinars, Cardona, 50% RO + 50% DWTP, 25% RO + 75% DWTP, and 100% DWTP; the third day Font Vella, 75% RO + 25% DWTP, 50% Mina + 50% Cardona, 75% Llobregat + 25% Ribes, and Viladecavalls. With the 14 values for each sample and test, the mean was calculated.
Microsensors and Equipment
A set of six ISFET sensors were fabricated using standard microelectronic technology [27] . One ISFET was used for measuring pH and the rest were modified with polymeric membranes sensitive to Na + , Ca 2+ , Cl − , CO 3 2− , and generic for anions. Polymeric membranes were prepared with photocurable polymers (Ebecryl ® , Allnex, Waalwijk, The Netherlands) and ionophores from Sigma-Aldrich (St. Louis, MO, USA). The ionophores used were: 4-tert-butylcalix [4] arenetetraacetic acid tetraethyl ester (Ionophore X) for Na + , N,N,N ,N -tetracyclohexyl-3-oxapentanediamide (Ionophore II, ETH 129) for Ca 2+ , tridodecylmethylammonium chloride for Cl − , 4-butyl-α,α,α-trifluoroacetophenone (Ionophore IV) for CO 3 2− , and tetraoctylammonium bromide for generic response to anions. All these ionophores are not specific to its principal ion and they present a certain degree of cross-response to other ions in solution. Membrane composition, preparation, and characterization have been presented elsewhere [28] [29] [30] [31] . An Orion 90-02-00 double junction Ag/AgCl reference electrode (Thermo Electron, Waltham, MA, USA) with 0.1 M lithium acetate solution in its outer chamber was employed for all the ISFET measurements. These were performed with a home-made readout circuit with the support of a data-acquisition system connected to a PC. For data acquisition and recording, a specially designed software programmed with VisualBasic (Microsoft Inc., Seattle, WA, USA) was used. Two platinum-based microsensors were used as ORP and conductivity sensors. In the case of the conductivity, the microsensor had a four-electrode configuration. Their fabrication and characterization are reported elsewhere [32] . For signal conditioning and control data acquisition, a versatile and portable system developed at the IMB-CNM was used. This system was connected to the PC through a USB link. The control program was based on LabView graphic language (National Instruments, Austin, TX, USA).
Two different amperometric microsensors were employed: a conventional gold electrode fabricated according to standard photolithographic techniques and a nanocomposite planar electrode for sensing electrochemical oxygen demand (EOD) developed by our group [33] . In both cases, the amperometric cell contained the working electrode, a platinum commercial electrode as counter electrode (Radiometer, Lyon, France) and an Ag/AgCl/10% (w/v) KNO 3 reference electrode (Metrohm 0726 100, Herisau, Switzerland). A µAutolab potentiostat/galvanostat (Ecochemie, Utrecht, The Netherlands), using NOVA 2.1 software package was used for all amperometric measurements. 
Measurement Methodology
All the microsensors that form the array were calibrated before the analysis in order to check their correct functioning. Briefly, the ISFETs were calibrated by adding accumulated microvolumes of stock primary-ion solutions (10 −4 , 10 −2 , and 1.0 M) in a fixed volume of de-ionized water. In the case of the pH ISFET, microvolumes of 1 M NaOH solution were added to the universal buffer solution to change the pH from 2 to 12. In the case of the conductivity and ORP microsensors, they were calibrated using two standard solutions of 1413 and 147 µS/cm, and 220 and 468 mV, respectively. For the amperometric gold microelectrode, the calibration consisted of adding accumulated microvolumes of a stock solution of free chlorine (in the form of NaClO) in a 0.1 M PBS pH 5.5 solution. Finally, in the case of the EOD sensor, microvolumes of 25 g/L glucose stock solution were added to a 0.1 M NaOH solution to obtain the calibration curve. The response characteristics obtained are reported elsewhere [34] .
The analysis of water samples was carried out under batch conditions at room temperature (around 22 • C). A complete analysis of a sample took around 10 min. No replicates for each sample were done to get a rapid analysis and prevent changes in the chemical composition of the water sample. The six ISFETs were immersed directly in the water sample and, after 3 min for signal stabilization, the potentials (in mV vs. Ag/AgCl) were recorded. The output values corresponding to the relative signal of the ISFET with respect to the flavor-free water solution (Table 1 )-which was checked periodically-were used as analytical signals for the models. This is a common strategy to correct for the possible drift of the ISFET sensors. The conductivity and ORP microsensors were also immersed in the sample and after 3 min for stabilization, the signals (in mS/cm and mV, respectively) were recorded. In the case of the amperometric gold microelectrode, a 1:1 dilution of the water sample with 0.2 M PBS pH 5.5 was performed to adjust the ionic strength and pH for the optimal detection of free chlorine. By setting the potential at +350 mV (vs. Ag/AgCl), the chronoamperometric signal (in A) was recorded after 30 s on this dilution to detect the electrochemical reduction of free chlorine [35] . In the case of the nanocomposite microelectrode, a 1:1 dilution of the sample with 0.2 M NaOH was used to adjust the pH to 12.8 ± 0.5 for the optimal operation of the electrocatalytic EOD sensor. Using the chronoamperometric mode and setting the potential at +600 mV (vs. Ag/AgCl), the current signal (in A) was obtained after 30 s on this dilution to oxidize organic compounds [33] .
Data Treatment
Two different multivariate methods were used in this work, Principal Component Analysis (PCA) and Partial Least Squares (PLS) regression. First, a qualitative analysis of the 16 synthetic water samples was carried out using PCA in order to evaluate the discrimination capability of the electronic tongue. A PCA was also performed in order to classify the 15 drinking water samples according to their chemical composition referred to the 16 parameters determined by the accredited laboratory and to compare the results with those obtained with the electronic tongue. Second, PLS regression was used to quantify the results of the two organoleptic tests performed by the taste panel. For that, the mean values of these tests for the 15 drinking water samples were used as reference data to train the electronic tongue. The PLS-1 variant (one PLS model for each determination) was used in order to obtain more accurate predictions.
Both for PCA and PLS-1, the original values were previously autoscaled (all the variables were centered to the mean value and set to a variance (σ 2 ) equal to 1) to avoid that variables have different influence on the models. The formula used to perform this pretreatment is x * = (x − x)/σ, where x * is the autoscaled value, x is the raw value, x is the mean value and σ is the standard deviation of the variable. In addition, the classical non-linear iterative (NIPALS) algorithm, together with the leave-one-out cross-validation (LOOCV) method (by using each time one sample as the validation set and the remaining samples as the training set), was used in the PLS-1 regressions. To control all these parameters and to obtain the multivariate models, the Unscrambler v.10.5 informatics package (CAMO ASA, Oslo, Norway) was used.
Results and Discussion
Input Variables for the Models
In order to obtain the maximum information from the samples, once the water samples were measured using the sensors, a data matrix was constructed with different variables used as inputs for the multivariate methods. This means that the different models were composed by 10 variables corresponding to all sensors used, as summarized in Table 4 . The input data of the six ISFETs corresponded to the relative signal in mV of each ISFET with respect to the flavor-free water solution. This solution was measured as control every three water samples. With this methodology, the ISFET drift, as well as the matrix effects, were compensated. For the conductivity and ORP sensors, the absolute signal after 3 min recording was included in the data matrix. This time was set to obtain a stable signal for the ORP sensor. For the two amperometric microelectrodes, the current at a fixed potential after 30 s recording was used as variable data. 
Classification of Synthetic Water Samples
Water samples prepared with the different organoleptic descriptors (Table 2) were analyzed with the electronic tongue. The data matrix generated had a size of 10 × 16, which corresponded to 10 measured variables and 16 synthetic water samples. Figure 1 shows the results of the PCA model obtained. This 3D scores plot combined the information of the three first Principal Components (PC), which represent 81% of the total variance of the samples (36 + 29 + 16). In this model, the two acidic samples formed a separated group along PC 1, as well as the two salty samples along PC 2. This separation was due to contributions from the original variables showing that PC 1 is basically constituted by pH and CO 3 2− ISFETs, whose primary ion is an acid-base species and the ORP sensor-which also contributes given the antioxidant properties of citric acid. In the case of PC 2, the variables with higher weight were the ISFET for Na + and the conductivity sensor. In addition, the two mouldy samples and two earthy samples overlapped as there were no differences between them. These two substances were quite similar organoleptically and chemically (i.e., geosmin (C 12 H 22 O) is a bicyclodecane alcohol and 2-methylisoborneol (C 11 H 20 O) is a bicycloheptane alcohol), and they could interact in a similar way with the polymeric membrane of the ISFETs. The other synthetic samples were distributed along the PC 3, which correlated positively with the two amperometric variables, that is, the current at +350 mV, sensitive to free chlorine, and the current at +600 mV, sensitive to organic compounds. In fact, this is the reason why the two chlorinous samples and the solution with low sweet level overlapped. Another nearby group consists of the two bitter samples and the high medicinal level sample, which were nonetheless well separated from the low medicinal level sample. The sample with high sweet level was very well distinguished probably due to the high weight of the EOD variable in this PC 3. Therefore, this model can classify water according to the different descriptors used, especially those for which there are selective sensors in the electrochemical array (acidic, salty, chlorinous, and sweet).
medicinal level sample, which were nonetheless well separated from the low medicinal level sample. The sample with high sweet level was very well distinguished probably due to the high weight of the EOD variable in this PC 3. Therefore, this model can classify water according to the different descriptors used, especially those for which there are selective sensors in the electrochemical array (acidic, salty, chlorinous, and sweet). 
Analysis of Drinking Water Samples
The drinking water samples were measured with standard methods. The data matrix generated had a size of 16 × 15, which corresponded to 16 parameters determined in the accredited laboratory (values in Table 3 ) and 15 samples. Figure 2 represents the PCA model obtained with the data using standard analysis methods. The first two PC explain 70% of the variance for 15 real samples (47 + 23), according to their chemical composition. As can be seen in the score plot (Figure 2a) , PC 1 differentiates the samples between those with High Hardness (Llobregat, Mina, Viladecavalls and 100%DWTP) and those with Low Hardness (two bottled natural waters). In addition, along this PC 1, the samples were distributed according to their ionic content. PC 2 separated according to alkalinity and chlorine content. Thus, tap water from Les Fonts, Rellinars, and Vacarisses, with high alkalinity values (246, 293, and 290 mg/L CaCO 3 , respectively), formed a group that differentiated from the rest. The sample 75% RO + 25% DWTP separated from the Low Hardness group due to its high free chlorine content (0.9 mg/L). Furthermore, the position of the two mixed samples (50% Mina + 50% Cardona and 75% Llobregat + 25% Ribes), halfway between the original waters that compose them. Finally, tap water from Cardona was the most neutral of this model, in terms of chemical composition, being the closest to the origin of the PCs.
This grouping and distribution of water samples were coherent with the loading plot (Figure 2b ). However, the pH parameter was close to the origin (0, 0) and therefore, it is not significant to obtain a good classification model, given its narrow variation between samples (from 7.4 to 8.2, see Table 3 ). Analyzing the loadings in more detail, it was observed that PC 1 was constituted totally by ionic variables (conductivity, sulphate, calcium, etc.), while PC 2 mainly correlated positively with chlorine-related variables (free, combined, and total chlorine) and negatively with bicarbonate and alkalinity, which appeared superimposed with practically the same contribution in both PC 1 and PC 2.
These drinking water samples were also measured using the electronic tongue. The data matrix generated had a size of 10 × 15, which corresponded to 10 measured variables and 15 samples. Figure 3 represents the PCA model obtained from the electronic tongue. In this case, the first two PCs explained 64% of the total variance (42 + 22). By highlighting the groups of samples in the score plot (Figure 3a) with the same colors as in Figure 2a , we can compare the similarities using analytical data from standard methods and from the electronic tongue: orange for High Chlorine, red for High Alkalinity, blue for High Hardness, and green for Low Hardness. The last two groups related to hardness present a total coincidence between the two methods. The electronic tongue distinguished well the group of high total chlorine content that contains water from Cardona and 75% RO + 25% DWTP (0.9 and 1.0 mg/L, respectively). However, PCA for the standard methods did not include the Cardona sample. Regarding the high alkalinity group, the standard methods model grouped the samples from Vacarisses, Les Fonts, and Rellinars, but this last sample was not included in the electronic tongue model. In fact, the Rellinars sample had the lowest content of some ions, such as sodium (6 mg/L), potassium (0 mg/L), and nitrate (1.2 mg/L), for which there were variables in the electronic tongue model (ISFET sensors). According to the model with the electronic tongue, the sample 50% RO + 50% DWTP was the most neutral.
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(a) 
Correlation with the Taste Panel
Using the same experimental data as before (10 × 15 matrix dimensions), in Figure 4 are shown the results obtained with the taste panel and electronic tongue. As expected, the samples with a low score of satisfaction in the hedonic evaluation ( Figure 4a ) were less preferred in the ranking test (Figure 4b) , and vice versa. This trend was also observed for both the taste panel and the electronic tongue. The values between these two methods were more similar in the case of the ranking test, probably due to the smaller range of variation of the response. In the case of the hedonic evaluation, there were discrepancies in the waters from Llobregat and Mina, since the tasting revealed values close to three, while the results obtained with the electronic tongue were above four. However, the 100% DWTP and Viladecavalls water samples, with a chemical composition very similar to Llobregat and Mina (see Table 3 ), the values were between 4 and 4.5 for both methods. On the other hand, tap water from Rellinars, according to the chemometric models, obtained better results of acceptance than those of the bottled waters.
A more detailed analysis of the numerical results showed a root-mean-square error (RMSE) of 0.9 units for the hedonic evaluation and 0.4 for the ranking test. This corresponded to a normalized Analyzing the loading plot (Figure 3b ) indicated that the current at +600 mV using the EOD sensor was not significant for the model, since no organic compounds were present for oxidation in these samples. As before, PC 1 was formed by ionic variables (conductivity, ISFETs for Cl − , Na + , Ca 2+ , pH, and generic to anions), but in this case they correlated mainly positively, which is the reason why the direction in which the ionic content increases is opposite in the two models. In the case of the PC 2, it mainly correlated positively with the current at +350 mV, related with the free chlorine, and negatively with the ISFET for CO 3 2− , related with the alkalinity; that is, the same correlation as the model with analytical data.
Using the same experimental data as before (10 × 15 matrix dimensions), in Figure 4 are shown the results obtained with the taste panel and electronic tongue. As expected, the samples with a low score of satisfaction in the hedonic evaluation ( Figure 4a ) were less preferred in the ranking test (Figure 4b) , and vice versa. This trend was also observed for both the taste panel and the electronic tongue. The values between these two methods were more similar in the case of the ranking test, probably due to the smaller range of variation of the response. In the case of the hedonic evaluation, there were discrepancies in the waters from Llobregat and Mina, since the tasting revealed values close to three, while the results obtained with the electronic tongue were above four. However, the 100% DWTP and Viladecavalls water samples, with a chemical composition very similar to Llobregat and Mina (see Table 3 ), the values were between 4 and 4.5 for both methods. On the other hand, tap water from Rellinars, according to the chemometric models, obtained better results of acceptance than those of the bottled waters. statistic value of the whole set of differences was calculated. The experimental t values were 0.13 for the hedonic evaluation and 0.15 for the ranking test, while the tabulated value at a confidence level of 95% (ttab, 95% n-1=14 ) was 2.14, confirming that the two methods were comparable. 
Conclusions
The PCA model obtained for synthetic water samples demonstrated the viability of the electronic tongue in classifying the waters according to the different descriptors used, especially those for which there are selective sensors in the electrochemical array (Acidic, Salty, Chlorinous, and Sweet). A more detailed analysis of the numerical results showed a root-mean-square error (RMSE) of 0.9 units for the hedonic evaluation and 0.4 for the ranking test. This corresponded to a normalized RMSE close to 10%, considering the range of variation of the two analyses (scale from 1 to 10 for the hedonic evaluation, and from 1 to 5 for the ranking test). This value was within the range of error obtained in Reference [25] (0.80 < RMSE < 13.71, normalized to a scale from 0 to 100), in which the results of organoleptic analysis also correlated with those of an electronic tongue in flavored mineral water samples. However, it should be highlighted that tap drinking waters coming from the water network, without additives, were analyzed in the present work. In contrast, mineral water with artificially-added flavor or odor, exhibited more potentiated sensory attributes. Therefore it was easier, a priori, to determine the taste with a system like the electronic tongue, which responded to the changes of every tasty substance in water.
Finally, to demonstrate the applicability of the electronic tongue, a Student's t-test for paired samples was applied to each of the acceptance tests. This statistical study allowed us to determine if there were systematic differences between the two different methods of measurement when the study was made with a set of real samples. This test did not consider only individual samples, and a t-statistic value of the whole set of differences was calculated. The experimental t values were 0.13 for the hedonic evaluation and 0.15 for the ranking test, while the tabulated value at a confidence level of 95% (t tab,95% n-1=14 ) was 2.14, confirming that the two methods were comparable.
The PCA model obtained for synthetic water samples demonstrated the viability of the electronic tongue in classifying the waters according to the different descriptors used, especially those for which there are selective sensors in the electrochemical array (Acidic, Salty, Chlorinous, and Sweet). Moreover, the obtained separation is also relevant for descriptors for which there are no sensors (Mouldy + Earthy, Bitter), thanks to the generalization capacity of the electronic tongue.
The PCA models using data from real drinking water samples obtained by standard methods and using the variables of the electronic tongue, showed that a very similar distribution and grouping of the waters, obtaining a good classification according to their chemical composition: hardness, alkalinity, chlorine content, and ionic content.
The interpolation of these real samples into PLS-1 models was to predict results from the taste panel, without statistically systematic errors. Specifically, a RMSE of 0.9 units for the hedonic evaluation and, of 0.4 for the ranking test were obtained. It is worthy to mention that, with this system, qualitative (PCA) and quantitative (PLS) analyses are performed using the same data, without additional experimental work. Furthermore, the results were not affected by external factors, whether physiological or psychological, that can influence the tasters and can invalidate the organoleptic tests.
Therefore, it can be concluded that the results show that the proposed electronic tongue is capable of analyzing water samples in order to classify them according to the organoleptic characteristics and thus become an alternative method to the taste panel for water supply companies and natural water bottling plants. However, the reliability of the system should be improved by processing a higher number of water samples.
